. Summary of secondary isotopic reference materials (SIRMs) used to calibrate unknowns and measure instrument precision. Accepted values and overall values among all runs are presented as mean ± SD (n = number of duplicates). Within runs, data are presented as the range of SDs (n = number of runs where the SIRM was run more than once)
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